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CAVEATS: 
 

This document contains only fictitious data.  The protein targets and peptide 
analytes described as comprising the multiplex PepCa10 panel are NOT 

presented as real biomarkers of breast cancer or any other disease.  Specific 
features attributed to the peptides shown here as examples should not be 

considered real. 
 

The nanoflow liquid chromatography and triple-quadrupole mass spectrometer 
instruments are likewise presented here as generic instruments rather than 

specific real models. 
 

The purpose of this document is to present a model approach to multiplex protein 
measurement using quantitative mass spectrometry based on real methods 

currently in use at a research stage.  
 

The presentation approach is to give concrete (though fictional) explanations and 
data where a workable approach is clear, and to propose one or more alternative 

approaches where significant uncertainty remains as a means of soliciting 
regulatory guidance. 
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Commented [A1]: FDA comment on regulatory path:  
 
Depending on your final intended use (which would 
appear to be novel and currently not classified), de 
novo down-classification could be considered if there 
are special controls that can be identified to mitigate 
the risks.  At this time, considering that the intended 
use has not been finalized, we do not have sufficient 
information on whether the risk associated with the use 
of this device can be mitigated with special controls, or 
whether a device would need to be a Class III and 
reviewed as a PMA.   
 
A test used to determine whether a biopsy (for 
subsequent breast cancer diagnosis) would be 
conducted or not would most likely be a PMA.  
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I.  INTRODUCTION 

  
This document was prepared as a ñmock 510(k)ò filing for comment by 

FDA and NCI, technology developers, commercial instrument and reagent 
providers and biomarker researchers in order to:  

 

¶ Provide FDA with a generic view of novel technology being 
advanced for future multiplex diagnostic tests 

¶ Improve the biomarker research communityôs understanding of 
regulatory requirements for approval of mass spectrometry-based 
multiplex tests using the PepCa10 test as an example.  
 

The principal distinctions between the methodology described here and 
that used in a conventional immunoassay test involve the use of a mass 
spectrometer (MS) as a detector.  In particular the triple-quadrupole MS (TQMS) 
detector provides both wide dynamic range quantitation and detailed, sequence-
based characterization of multiple analyte molecules (unlike optical or 
electrochemical signals generated as surrogates of the analyte molecule in 
conventional immunoassay).  This capability for simultaneous measurement and 
characterization of analytes allows two important advances in protein assay.  
First, it permits facile multiplex measurement of many molecular species without 
interference.  Second, it facilitates the use of analyte-identical internal standards 
(same structure, differing mass) to control all aspects of the assay workflow.  
These advantages constitute a major step forward in assay quality control, 
potentially shifting some of the performance and reliability burden from technical 
standardization of reagents and instruments to real-time observation and 
evaluation of the analyte molecules themselves. 

  
A. Contact Information 

 
Leigh Anderson 
Plasma Proteome Institute 
P.O.Box 53450 
Washington DC 20009 USA 
301-728-1451 
leighanderson@plasmaproteome.org 
  

B. Device Information 
·        PepCa10 test carried out on a TQMS instrument 
·        Common name: NA 

  
C. Regulatory Information for 510(k) submissions only (not for pre-IDE) 

1.  Regulation section: TBD 
 

2. Predicate device.   NA 
 

Commented [A2]: This would need to be proven. 

Commented [A3]: You should present qualitative and 

quantitative data based on sound clinical background in 

order to be able to state this.  It would especially need to be 

evalauted considering known problems with MS 

standardization in the past. 
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3. Proposed package insert (see 21 CFR 809.10) 
 
 
 
Package Insert not included 
 
 
 
  

II. INTENDED USE AND INDICATIONS FOR USE 

  
A. Intended Use 

  
The PepCa10 test is a quantitative in vitro diagnostic test using the 

PepCa10 kit and a TQMS instrument to measure 10 peptide analytes in a 
proteolytic digest of fresh EDTA plasma, yielding a single analytical result 
calculated from the 10 measurements.   A negative result (PepCa10 < 10) 
indicates a lower risk of breast cancer than a positive result (PepCa10 > 10). 

 
The test is intended for females 40 years or older following mammography 

of a breast lesion with a BI-RAD of 4 result to aid physicians in the decision to 
recommend a breast biopsy.  The PepCa10 result is indicated for use by 
physicians as an aid in the differential diagnosis of a breast lesion only, along 
with other clinicopathological factors. 

. 
 
  

B. Indications for Use 
 
Same as intended use. 
  

III. DEVICE DESCRIPTION 

  
The PepCa10 test is carried out using a PepCa10 reagent kit, a ñTQMSò 

triple-quadrupole mass spectrometer with associated ñNanoLCò nanoflow LC 
instrument, and a PepCa10 computer program for calculation of test results.  The 
test measures the amounts of 10 tryptic peptides (p1ép10) in a digest of the 
patient EDTA plasma sample in comparison to 10 added stable isotope labeled 
internal standard peptides (s1és10) having the same respective sequences.  
Measurements are carried out using commercially available liquid 
chromatography and triple quadrupole mass spectrometer instruments.  The 
instrument measures 150 selected reaction monitoring (SRM) transitions 
corresponding to specific combinations of intact peptide and specific fragment 
masses: 5 transitions specific for each specimen-derived analyte peptide, and 
two parallel seriesô of 5 transitions for each of two corresponding stable isotope 
labeled internal standard peptides (one serving as internal quantitation reference 

Commented [A4]: The word ñanalyticalò should be deleted.  

The meaning of ñanalyticalò is not clear for a result of a 

linear combination of 10 analytes. 

Commented [A5]: This is very general and relative.  Lower 

risk relative to what?  How low or high is the risk for the 

positive result? 

Commented [A7]: Note that the correct term is BI-RADS 

(Breast Imaging-Reporting and Data System) 

Commented [A6]: Note that the correct term is BI-RADS 

Commented [A8]: We do not see any data in the suggested 

clinical study about ñdifferential diagnosis.ò  How do you 

plan to demonstrate this? 

Commented [A10]: Is this math correct ï itôs not 

completely clear how this calculates to 150 (for example, 

5*10+5*10+2(5*2)= 120).  Please clarify. 

Commented [A9]: Is this math correct ï itôs not completely 

clear how this calculates to 150.  Please clarify. 
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and the other as a reference for recovery measurement).  The SRM 
measurements provide analyte-specific detection of specific peptide peaks in the 
LC chromatogram at specific retention times.  Peak areas for each transition 
occurring at the expected chromatographic retention time are calculated in the 
primary analysis software provided with the MS instrument.  Peak area 
measurements are transferred to a provided secondary analysis software 
program for QC analysis and computation of test result.  The relative 
concentration of each peptide is derived from a weighted average of 
analyte:internal standard peak ratios obtained for each interference-free 
transition.  The PepCa10 test result is computed using a linear combination of 
the resulting 10 peptide relative concentration measurements with coefficients 
obtained from a pilot clinical study.  A positive test result in BI-RADS 4 women is 
defined as a PepCa10 result greater than or equal to 10.0, and indicates low 
probability of cancer and diminished need for a lesion biopsy at the time of 
sample acquisition. 
 

 
A. Reagents and test components. 

 
The kit is provided with sufficient reagents and materials to process 48 

patient samples, as summarized in the following Table: 
 

 Kit Component Contents (each in a single tube 
except for 1, 11 and 12) 

Storage 
Conditions 

1 Digest plate (96-well) 96 well plate containing 
lyophilized urea (denaturant), 
TCEP (disulfide reductant), 
CHAPS (detergent) and C-SIS 
concatamer internal standard 

-20C 

2 Iodoacetamide Lyophilized cysteine alkylation 
reagent 

-20C 

3 Digest diluent buffer Buffer for reconstitution of 
lyophilized reagents 2, 4, 5 

+4C 

4 Trypsin Lyophilized proteolytic enzyme  -20C 

5 Trypsin inhibitor Lyophilize aprotinin trypsin 
inhibitor 

-20C 

6 P-SIS peptide standard 
(labeled peptide mixture 
internal standard) 

Lyophilized mixture of 10 stable 
isotope labeled synthetic peptides  

-20C 

7 Capture antibody 
mixture 

Mixture of 10 capture antibodies 
in 50% glycerol 

-20C 

8 Magnetic beads Paramagnetic beads coated with 
protein G for antibody capture 

+4C 

9 Magnetic bead wash 
solution 

Buffer and detergent mixture for 
washing magnetic beads and 
reconstitution of reagent 7 

+4C 

Commented [A11]: If not occuring in the expected 

chromatographic retention time, are they interpreted as 

invalid?  Not read by the software?  Not caluclated in the 

result? 

Commented [A12]: How do you  assess that the transition is 

intereference free ï do you mean in the absence of isobaric 

(same mass) peptides? 

Commented [A13]: These results would need to be 

provided in the submission. 

Commented [A14]: There will need to be a clarification of 

what one can expect to get in a sense of coefficients used for 

diagnostics from a combination of 10 proteins. 

Commented [A15]: This is probably a typo ï it should be 

ñA negative result in BI-RADS 4 women is defined as a 

PepCa10 result less than 10.0...... 

Commented [A16]: How low (percentage-wise)? 

Commented [A17]: How long do you propose such a pilot 

study to last to provide a dependable set of data concerning 

probability of cancer based on variations in the expression of 

10 proteins? 

Commented [A18]: These would in most cases probably not 

be lesions, but various types of calcifications, calcification 

clusters, etc 

Commented [A19]: One of the key points in this submission 

ï use of capturing antibodies--has not been mentioned.  

Without their development and use the whole test may be 

meaningless.  

Commented [A20]: Would need to be clearly specificed in 

the future PI that different components of the kit kept at 

different storage conditions: some at -20 and some at +4C. 
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10 Magnetic bead elution 
solution 

Acidic buffer for elution of 
peptides from magnetic beads 
and reconstitution of reagent 6 

+4C 

11 Calibrators 6 lyophilized synthetic peptide 
mixtures providing response 
curves for all 10 peptide analytes 

-20C 

12 Controls 3 lyophilized human plasma 
samples providing High, Low and 
Near-cutoff analyte levels 

-20C 

 
 
The nomenclature used to refer to assay-related peptide and protein 

components is summarized in the following table and described in detail below.-+ 
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P1 
Osteopontin isoform 
A 

YPDAVATWLNPDPSQK p1 c1 s1 A1 

P1 
Osteopontin isoform 
A 

AIPVAQDLNAPSDWDSR p2 c2 s2 A2 

P2 Mesothelin isoform 3 EIDESLIFYK p3 c3 s3 A3 

P2 Mesothelin isoform 3 LLGPHVEGLK p4 c4 s4 A4 

P3 Receptor tyrosine-
protein kinase erbB2 

VLGSGAFGTVYK p5 c5 s5 A5 

P3 Receptor tyrosine-
protein kinase erbB2 

ITDFGLAR p6 c6 s6 A6 

P4 LPS-binding protein ITLPDFTGDLR p7 c7 s7 A7 

P4 LPS-binding protein LAEGFPLPLLK p8 c8 s8 A8 

P5 
Mucin-1 (Carcinoma-
associated mucin) 
isoform 8 

EGTINVHDVETQFNQYK p9 c9 s9 A9 

P5 
Mucin-1 (Carcinoma-
associated mucin) 
isoform 8 

YVPPSSTDR p10 c10 s10 A10 

 
  

1. Assay components 
a) Sample digestion.   

The kit includes a 96-well plate containing lyophilized reagents to which 
20ul aliquots of patient EDTA plasma samples are added, as well as individual 
aliquots of reagents added subsequently.   

Commented [A21]: Would these represent various mixtures 

of 10 peptides? 

Commented [A22]: Please note that a near-cutoff value is 

related to the cutoff of the Index (linear combination of 10 

variables).  The different values of these 10 varaibles on the 

hyperplane are giving the same result of the Index.  

Therefore, more information should be provided about the 

samples with High Index, Low Index and Near-Cutoff Index. 

Commented [A23]: Capture antibodies 
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Wells A1-E12 (i.e., the first 5 rows of 8) of the digest plate are to be used 
for sample preparation and contain, in each well, the lyophilizate of 20ul of a 
solution of  

¶ 9M urea 

¶ 54mM tris-carboxylethyl phosphine (TCEP) 

¶ 0.2% w/v CHAPS detergent  

¶ 0.1M TrisHCl pH 8.5  

¶ 5 fmol/ul of C-SIS internal standard (labeled concatamer protein 
digest standard) 

Direct addition of 20ul EDTA plasma to such a well dissolves the 
lyophilized reagents, which then results in denaturation of plasma proteins (due 
to the effects of urea and CHAPS), reduction of protein disulfide bonds (due to 
TCEP) and incorporation of stable isotope labeled internal standards (C-SIS 
concatamer protein). 

Samples S1-S48 and Controls C1-C3 (respectively LOW, HIGH and 
NEAR_CUTOFF) are placed in the digest plate as follows prior to the initiation of 
sample preparation: 

 
 
Other reagents required for subsequent steps in sample digest 

preparation are provided in 3 separate vials:  

¶ 15mg of lyophilized iodoacetamide used to alkylate protein cysteine 
residues (to make 2ml of 40mM solution when reconstituted in 
digest dilution buffer; 40ul added per well) 

¶ 10ml digest dilution buffer (1mM CaCl2 in TrisHCl pH 8.5; 100ul 
added per well) 

¶ 3.4mg of lyophilized porcine trypsin used to cleave sample proteins 
to peptides (to make 1ml solution when reconstituted in digest 
dilution buffer; 20ul added per well) 

¶ 1mg of lyophilized bovine aprotinin (a trypsin inhibitor) used to stop 
trypsin activity at the end of digestion (to make 1ml solution when 
reconstituted in digest dilution buffer; 20ul added per well) 

 
b) Stable isotope labeled internal standards.  

The kit contains two sets of stable isotope labeled standards designed to 
provide accurate internal standardization of both sample digestion and of analyte 
recovery.  The role of these standards is summarized in the following workflow 
schematic, and explained in detail in the discussion of the PepCa10 workflow.  
Briefly, the C-SIS concatamer standard is a labeled protein whose sequence 

Commented [A24]: Is there some additional coding of the 

samples in wells (other than the plate row/column)? 

Commented [A26]: How is this achieved? Were all reagents 

aliquoted into 96-well plate and then lyophilized?  Are there 

any losses during and after lyophoilization that can influence 

denaturization?  What will be QC for manufacturing of such 

plates?  May be very complicated for users. 

Commented [A25]: How is this achieved? Were all reagents 

aliquoted into 96-well plate and then lyophilized?  Are there 

any losses during and after lyophoilization that can influence 

denaturization?  What will QC for manufacturing of such 

plates be?  May be very complicated for users. 

Commented [A27]: What is the length of the denaturation 

step (seems like it would be mostly the effect of urea)? 

Commented [A28]: Would there be any difference if 

samples and controls are placed differently in the plate?  For 

example, maybe it would be better to place controls between 

samples instead of  all together at the side of the table.  We 

would ask for the study showing no carryover or cross-

reactivity within the plate.   

Commented [A29]: Molarity? 

Commented [A30]: What is the possible total plasma 

protein/trypsin ratio? 

Commented [A31]: These standards would generally be 

termed ñin-process controlsò in diagnostic assays. 
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contains the analyte peptide sequences and is added to the patient sample prior 
to trypsin digestion (its cleavage parallels the cleavage of target proteins in the 
sample); the P-SIS standard is a mixture of synthetic labeled peptides added 
immediately prior to peptide quantitation in the MS (to provide a standard against 
which to measure analyte recovery).   The stable isotope labeling methods used 
ensure that C-SIS and P-SIS versions of the target peptide sequences are 
distinct, on the basis of mass, both from one another and from the sample-
derived unlabeled analytes. 

 

 
 
 

C-SIS and P-SIS standards both contain stable isotope labeled peptides 
with the same sequences as the target analytes; however C-SIS is U13C 
labeled, while P-SIS is U13C, U15N labeled in the c-terminal amino acid (Lys or 
Arg) only.  As a result of this differential labeling, all three versions of each target 
peptide (the unlabeled sample-derived analyte, the C-SIS derived, and the P-SIS 
peptide) are distinguished by the MS. 

Internal standards for mass spectrometry function best when added to 
samples at levels near to or slightly above the levels of the respective sample 
components, such that measured amounts of standard and analyte are of similar 
magnitude.  While mass spectrometric detectors have a dynamic range of ~1e4, 
optimal relative quantitation is achieved when analyte and standard are within 
10-fold of one another, or ideally approximately equal.  In the PepCa10 test, 
internal standard levels are adjusted to approximate the average analyte levels 
occurring in samples giving a test result near the cutoff, thus delivering optimal 
quantitative precision at this level.  For this reason, the amounts of the different 
standards used are not in general equal. 

Each of the 10 analyte measurements is generated as a ratio in which the 
amount (peak area) of the analyte peptide is divided by the peak area of the 
respective internal standard peptide derived from trypsin cleavage of C-SIS.  
Hence both analyte peptide and internal standard peptide are cleaved at identical 
sites on both ends and flow through the entire sample preparation process 
together, as desired for an effective internal standard. 

P-SIS standards are added at known concentrations at the end of sample 
preparation, and used to assess analyte recovery for QC purposes. 

Commented [A32]: Unless you have a calibration curve 

spanning the analyzed region. 

Commented [A33]: This is confusingðdo you mean ideally 

they are within 10-fold or ideally thay are approximately 

equal? 

Commented [A34]: Interpretation 

Commented [A35]: This looks problematic: the amount of 
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(1) C-SIS internal standard (labeled concatamer protein digest 

standard) 
The kit contains 200ul of a 5 fmol/ul solution of a recombinant stable-

isotope labeled concatamer protein (C-SIS1; 513 amino acids, 56,013 dalton 
molecular weight) whose artificial sequence contains one to three copies of each 
analyte peptide sequence as defined in the table below, such that tryptic 
digestion of C-SIS1 protein releases each labeled peptide (c1 to c10) in a defined 
stoichiometric ratio.  The number of copies of each of the peptide approximates 
the relative concentrations of its respective parent protein in human plasma.  
Each tryptic peptide analyte sequence (in bold) appears in the C-SIS1 protein 
with additional 5 amino acid n-terminal and 5 amino acid c-terminal sequence 
extensions present in the source protein sequence, thus providing the same 
sequence context for tryptic cleavage at both ends of the target peptide as occur 
in the target protein.   C-SIS1 also contains a heme-binding domain sequence 
from cytochrome b5 (LTKFLEEHPGGEEVLREQAGGDATENFEDVGHSTDAREL 
SKTY), thus yielding a colored C-SIS1 protein product, and a His-6 tag to assist 
in purification of the recombinant protein.  The C-SIS1 protein is produced in E 
coli and labeled by substitution of 12C by 13C during synthesis (i.e., U13C 
labeled).   

 

Commented [A38]: We have some difficulty understanding 

how the digest of C-SIS can be used as an IS.  What will 

happen if not all AA are replaced with stable isotope 

analogs?  This could conceivably happen even with more 

than 90% inclusion of isotopes in the sequence.  May be 

unreliable IS. 
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(2) P-SIS internal standard (labeled peptide mixture standard) 
The kit contains (in a single tube) a defined mixture of chemically 

synthesized peptide standards (s1-s10) labeled with U13C, U15N in the c-
terminal amino acid (Lys or Arg as appropriate) giving respective mass 
increments of 8 or 10 amu.  The relative concentrations of the 10 peptides in the 
mixture are in the same stoichiometric ratios as in the C-SIS concatamer protein. 

 

 

Commented [A39]: How did you determine how many 

copies of each peptide should be present? 
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c) Peptide capture antibodies.  
The kit contains (in a single tube) a mixture of 10 rabbit monoclonal 

antibodies, each selected to bind one of the 10 analyte peptide sequences.  
Antibodies are produced by recombinant expression in a mammalian cell line and 
purified in a GMP environment.  Binding capacity of the individual antibodies is 
assessed using Biacore SPR measurements and exceeds 75% of theoretical 
capacity.   Different amounts of these antibodies are used to capture the 
amounts of different peptides required for optimal relative quantitation by mass 
spectrometry involving an internal standard.  Since the ratio of analyte to internal 
standard yields the analytical result, and since the antibody binds the structurally 
identical analyte and internal standard peptides equally (not changing their ratio), 
incomplete capture by the antibody has no effect on the result as long as both 
peptides are captured in amounts sufficient to provide adequate measurement 
precision in the MS.  Thus for a high abundance peptide, it is often sufficient to 
use an amount of antibody that captures a small percentage of the target 
peptide, while for a low abundance peptide near the detection limit of the MS, a 
larger amount of antibody capable of binding nearly all the analyte is used. 

 

Antibody Peptide Bound 
Concentration 

(ug/ul) 

A1 YPDAVATWLNPDPSQK 1 

A2 AIPVAQDLNAPSDWDSR 1 

A3 EIDESLIFYK 4 

A4 LLGPHVEGLK 2 

A5 VLGSGAFGTVYK 0.5 

A6 ITDFGLAR 3 

A7 ITLPDFTGDLR 2 

A8 LAEGFPLPLLK 2 

A9 EGTINVHDVETQFNQYK 1 

A10 YVPPSSTDR 1 

 
 
 
 

d) Magnetic beads.   
The kit contains 200ul of a 30mg/ml suspension of 1 micron diameter 

paramagnetic beads coated with staphyloccal protein G, a protein that binds the 
Fc region of rabbit antibodies with high affinity.  These beads are used to capture 
anti-peptide antibodies (and the peptides they bind) from the sample digest, and 
thus transport the bound peptides out of the plasma digest matrix and through 
wash steps to an elution step that delivers the final peptide analyte sample for 
LC-TQMS analysis.  Covalent binding of antibodies to the beads is unnecessary. 
 

e) Magnetic bead wash solution 
A solution of 0.1M Tris HCl pH 7.5 and 0.1% CHAPS in water. 

Commented [A40]: In a real submission, we would ask for 

more specifics about this for every antibody, to understand 

how antibodies were produced and how specific they are for 

their target. 
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not discriminate between labeled and unlabeled peptides will 

different amounts of both kinds of peptides be captured?  

Such a scenario would affect the outcome.  It would seem 

that all peptides would need to be captured for reliable 

results? 

Commented [A42]: Is there a saturation point? 
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analytical evaluation studies would need to be provided to 

assure this is working properly. 
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f) Magnetic bead elution solution 

A solution of 5% glacial acetic acid USP in water. 
 

g) Calibrators (described below) 
 

h) Controls (described below) 
 

2. Characterization of active reagents in the assay.  
a) Urea.  

USP grade urea manufactured under cGMP is characterized by a 
certificate of analysis from the bulk manufacturer and lot tested for performance 
in the PepCa10 assay. 

b) TCEP.  
TCEP (tris(2-carboxyethyl)phosphine; CAS 51805-45-9) is Ó98.0 % pure 

by GC-MS, characterized by a certificate of analysis from the bulk manufacturer 
and lot tested for performance in the PepCa10 assay. 

c) Tris-HCl.  
USP Grade Tris-HCl (Tris(hydroxymethyl)aminomethane, CAS 77-86-1) is 

manufactured under cGMP, characterized by a certificate of analysis from the 
bulk manufacturer and lot tested for performance in the PepCa10 assay. 

d) CaCl2.   
Calcium chloride USP is manufactured under cGMP, characterized by a 

certificate of analysis from the bulk manufacturer and lot tested for performance 
in the PepCa10 assay. 

e) CHAPS detergent.  
CHAPS (3-[(3-Cholamidopropyl)dimethylammonio]-1-propanesulfonate, 

CAS No. 75621-03-3 ) is  Ó98% pure by TLC, characterized by a certificate of 
analysis from the bulk manufacturer and lot tested for performance in the 
PepCa10 assay. 

f) Iodoacetamide  
Iodoacetamide (CAS 144-48-9) is  Ó99% pure by TLC, characterized by a 

certificate of analysis from the bulk manufacturer and lot tested for performance 
in the PepCa10 assay. 

g) Trypsin.   
Bovine pancreatic trypsin USP (CAS 9002-07-7) is purchased from a 

commercial vendor providing a certificate of analysis and lot tested to pass three 
criteria: 1) >=2875 USP/NF trypsin activity units per mg protein; 2) <= 0.1 unit/mg 
chymotrypsin activity; 3) performance in the PepCa10 assay. 

h) Aprotinin 
Aprotinin USP (CAS 9087-70-1) is characterized by a certificate of analysis from 
the bulk manufacturer and lot tested for performance in the PepCa10 assay. 

i) Stable isotope labeled recombinant protein C-SIS1. 
The C-SIS1 protein is produced under cGMP by expression of a plasmid 

in E coli grown on a 13C enriched (>98%) carbon source and purified by binding 
to an immobilized nickel column.  Purified C-SIS protein is >95% pure by 
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electrophoresis, has the expected mass within 2 amu (by FT-ICR MS), and 13C 
isotope substituted for 12C at >98% of carbon positions.  C-SIS is lot tested for 
performance in the PepCa10 assay.  A tryptic digest of C-SIS produces c1-c10 
labeled peptides whose relative abundances match those of P-SIS peptides 
within <= 5% by LC-TQMS. 

j) Stable isotope labeled internal standard peptide mixture P-SIS1. 
Each of the 10 P-SIS peptides s1-s10 is made by solid phase Fmoc 

synthesis incorporating either a labeled lysine or arginine c-terminal residue, and 
is provided by the manufacturer with a certificate of analysis.  Each peptide 
meets two quality criteria: 1) purity greater than 95% as demonstrated by HPLC 
and MALDI mass spectrometry; 2) isotopic substitution at labeled residues of 
>98% for each isotope. Peptides are assayed in triplicate by acid hydrolysis and 
amino acid analysis to arrive at the known standard concentrations, and mixed in 
the appropriate ratios for incorporation into the PepCa10 kit. The P-SIS mixture is 
lot tested for performance in the PepCa10 assay, in particular to verify relative 
abundances when compared to C-SIS by LC-TQMS.  

k) Anti-peptide antibodies. 
Rabbit monoclonal antibodies are expressed in a mammalian expression 

system under GMP and purified by column affinity chromatography on protein A.  
Affinity constants  (off-rate <1e-3 sec-1) and binding capacity (>75% of 
theoretical sites) with respect to the respective peptide ligands are assessed 
using Biacore SPR measurements.  Each antibody is lot tested in the multiplex 
PepCa10 assay prior to mixing. 

l) Magnetic beads 
Protein G coated magnetic particles are manufactured under GMP, 

provided with a certificate of analysis, and lot tested for antibody binding 
capacity, non-specific peptide binding and performance in the PepCa10 assay.  

m) Magnetic bead wash solution 
Magnetic bead wash solution is lot tested in the PepCa10 assay. 

n) Magnetic bead elution solution 
Magnetic bead elution solution is lot tested in the PepCa10 assay. 
 
 
  
  

3. Other reagents, materials, equipment needed to run the assay but not 
provided in the kit. 

a) Multiwell plates 
General-purpose sample/wash plates: Thermo KingFisher 96 KF plate 

(200 µl),  Cat. No. 970 02 540 
KingFisher 96 tip comb for PCR magnets, 
(ThermoFisher Cat. No.  970 02 514) 
Eluate collection plate: Axygen 96 well full skirt PCR microplate clear 

(Axygen Cat. No. PCR-96-FS-C) 
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b) LC buffer load solvent A 
A solution of 0.1% (v/v) formic acid and 3% (v/v) acetonitrile is provided by 

the user. 
c) LC buffer gradient solvent A 

A solution of 0.1% (v/v) formic acid and 3% (v/v) acetonitrile is provided by 
the user. 

d) LC buffer gradient solvent B 
A solution of 0.1% (v/v) formic acid and 70% (v/v) acetonitrile is provided 

by the user. 
e) C18 trap column 
An LC Packings PepMapÊ C18 trapping column 5 Õm,  0.3 x 5 mm, 100 

Å, or equivalent, is provided by the user. 
f) C18 chromatography column  
An LC Packings PepMapÊ C18, 5 Õm, 0.075 x 150 mm, or equivalent, is 

provided by the user. 
 

 
4. Calibrators. 

Five PepCa10 calibrators are provided containing a range of known 
amounts of each of the 10 analyte peptides spanning the measurement range 
(512-fold total span), together with a constant amount of the 10 internal standard 
peptides (see table below) to be used in a matrix of 5% acetic acid.  A sixth 
calibrator containing internal standards but no unlabeled analyte peptide is also 
provided. Calibrators are provided as lyophilized material in evacuated vials.  
This material is dissolved before use in Magnetic bead elution solution (5% acetic 
acid).  This matrix is the same as that in which analyte peptides and internal 
standards are delivered to the LC-TQMS for quantitative analysis 

The calibrators are intended to establish quantitative calibration of the LC-
TQMS analytical instrument, and thus approximate the composition of the 
enriched peptide samples resulting from antibody capture from patient sample 
digests, ready for injection into the LC-TQMS instrument.   

The 20 peptide components of the calibrators are purified synthetic 
peptides (the 10 labeled version are identical to the P-SIS internal standards s1-
s10).  Each is made individually by solid phase synthesis and the resulting crude 
peptide material purified by HPLC to a >95% purity as assessed by integration of 
the UV peak collected from the HPLC.  Each peptide sequence is confirmed 
using analytical LC-TQMS by comparison against the reference spectra of 
analyte peptides observed in human plasma digests, and against intact peptide 
(parent) and y-ion (fragment) masses predicted from the known sequence.  
Labeled and unlabeled versions of each peptide are quantitated separately by 
triplicate amino acid analysis.   Relative amounts of labeled and unlabeled 
peptide in calibrator 3 (which should be equal) are measured by LC-TQMS: if 
these peak areas differ by more than 5% for any of the 10 peptides, the calibrator 
series is rejected. 

Amounts of each peptide in each of the 6 total calibrators in fmol/ul of 
reconstituted 5% acetic acid solution is shown below. 
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  Calibrator (fmol/ul) 

  1 2 3 4 5 6 

Analytes YPDAVATWLNPDPSQK 0.156 1.25 10 80 640 0 

 AIPVAQDLNAPSDWDSR 0.313 2.50 20 160 1280 0 

 EIDESLIFYK 0.234 1.88 15 120 960 0 

 LLGPHVEGLK 0.078 0.63 5 40 320 0 

 VLGSGAFGTVYK 0.391 3.13 25 200 1600 0 

 ITDFGLAR 0.469 3.75 30 240 1920 0 

 ITLPDFTGDLR 0.313 2.50 20 160 1280 0 

 LAEGFPLPLLK 0.234 1.88 15 120 960 0 

 EGTINVHDVETQFNQYK 0.078 0.63 5 40 320 0 

 YVPPSSTDR 0.156 1.25 10 80 640 0 

Internal 
Standards YPDAVATWLNPDPSQK 10 10 10 10 10 10 

 AIPVAQDLNAPSDWDSR 20 20 20 20 20 20 

 EIDESLIFYK 15 15 15 15 15 15 

 LLGPHVEGLK 5 5 5 5 5 5 

 VLGSGAFGTVYK 25 25 25 25 25 25 

 ITDFGLAR 30 30 30 30 30 30 

 ITLPDFTGDLR 20 20 20 20 20 20 

 LAEGFPLPLLK 15 15 15 15 15 15 

 EGTINVHDVETQFNQYK 5 5 5 5 5 5 

  YVPPSSTDR 10 10 10 10 10 10 

 
Aliquots of calibrators are dissolved in Magnetic bead elution solution and 

transferred to the elution plate in positions A1-A6 as shown in the following 
diagram, which also shows the positions after sample processing of Control and 
patient sample peptides: 

 

 
 
Calibrator stability was tested by accelerated aging of packaged 

lyophilized material for 0, 1, 3 and 6 months at 37C.  Ratios of SRM peak areas 
of analyte (unlabeled) and P-SIS (labeled) peptide were plotted for each peptide 
in each sample.  Regression curves for each such curve were computed.  R2 was 
>0.98 for all peptides at all time points, indicating acceptable stability of the 
calibrators. 
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5. Controls 
Three human plasma-based control materials are provided as part of the 

PepCa10 kit in addition to the set of 6 instrument response calibrants.  Given that 
the PepCa10 result is calculated as a linear combination of 10 independent 
analytical results, there are many ways in which the relative concentrations of the 
target peptides in the control materials can yield the required 3 result levels 
(LOW, HIGH and NEAR-CUTOFF).   The approach adopted is based on spiking 
recombinant versions of analyte peptide-containing proteins P1-P5 into a pool of 
human EDTA plasma characterized by a PepCa10 assay result near the 5th 
percentile (LOW) value observed among all the test subjects of a pilot clinical 
study. 
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Recombinant proteins P1-P5 are expressed, purified and spiked into the 
LOW control to generate analyte peptide levels upon digestion appropriate for 
NEAR-CUTOFF and HIGH controls.    

a) LOW Control.   
A pool of plasma from normal, healthy male donors verified as having, 

upon digestion, levels of the 10 analyte peptides that yield a PepCa10 test result 
at or below the 5th percentile of the subject population in the pilot clinical study.  

b) HIGH Control.   
Generated from the LOW control material by addition of amounts of 

recombinant, unlabeled proteins P1-P5 that yield, upon digestion, levels of the 10 
analyte peptides producing a PepCa10 test result approximating 95th percentile 
observed in the subject population in the pilot clinical study.  

c) NEAR CUTOFF (NC) Control.   
Generated from the LOW control material by addition of amounts of 

recombinant, unlabeled proteins P1-P5 that yield, upon digestion, levels of the 10 
analyte peptides producing a PepCa10 test result approximating the cutoff value 
(10) in the subject population in the pilot clinical study. 

  
B. Instruments and Software 

Four instruments are used in sample preparation and analysis for the 
PepCa10 test, as well as a final assay-specific computer program: 

 
 Device Function Potential Risk 

1 Clinical centrifuge Remove cells from fresh blood Low 

2 Magnetic bead 
processor 

Transport magnetic beads between 
solutions in 96 well plates 

Low 

3 Nanoflow liquid 
chromatograph 

Resolve a simple peptide mixture and 
deliver to MS via electrospray interface 

Low 

4 Triple-quadrupole 
mass spectrometer 

Select and measure specific peptides over 
duration of chromatography run; output peak 
area results 

High 

5 PepCa10 Program Perform QC and compute test result from 
peak areas 

High 

 
1. General laboratory instruments 

 
a) Blood Centrifuge. 

A refrigerated clinical centrifuge is used to remove cells and cellular debris 
from 10ml patient blood samples prior to digestion.  The centrifuge is not 
manufactured under cGMPs and is a conventional clinical centrifuge used for 
blood processing. 

Operation is batched allowing 1 to 5 samples to be processed at once. 
The centrifuge is operated at 4º C, and samples are spun for 15 minutes (using 
the deviceôs timer) and at speeds, set using the deviceôs control setting, required 
to generate either 1500 or 2000 x g.  The device is not computer-controlled, has 
no software, and is not connected to any computer network. 

The rationale for using this device for blood clarification is that essentially 
all non-lipoprotein particulate material in blood has a density greater than plasma 
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and thus will sediment out of plasma upon centrifugation.  In the context of the 
PepCa10 assay, the removal of cellular material is desirable in order to minimize 
the inclusion of cellular proteins in the plasma sample.   

 
b) Magnetic Bead Processor 

A Kingfisher 96 Magnetic Bead Processor (Cat. No. 540 05 00, with PCR 
magnet head Cat. No. 24073410) manufactured by Thermo Fisher Scientific Inc. 
(81 Wyman Street, Waltham, MA 02454) is used to carry out assay steps 
involving magnetic beads.  For the purposes of this filing, the Kingfisher device is 
considered a Class I exempt device. 

The rationale for using this device in the PepCa10 test is based on 1) the 
lower variability compared to manual procedures for processing a mass of 
magnetic beads through a series of solutions, primarily associated with the 
potential for progressive loss of beads during manual operation; and 2) the 
superiority of the Kingfisher approach of moving beads from plate to plate rather 
than moving liquid volumes into and out of the same sample well containing 
beads (resulting in lower carryover). All plates and tip combs are disposable 
polypropylene consumables. 

The principle of operation of the Kingfisher device is summarized as 
follows: magnetic beads in the wells of a 96-well plate are attracted to one of an 
array of 96 permanent magnet probes lowered into the magnetic bead 
suspensions, and once the beads have coalesced into a compact mass they are 
raised from the plate and lowered into the next plate in the process, usually 
containing the solvent required for the next processing step.  In the capture 
process, the magnet probes are sheathed in a ótip combô (each of the 96 probes 
extending into one of 96 narrow sheaths of thin polypropylene) so that neither 
beads nor solution contact the magnets directly.  Upon delivery of beads into a 
plate, the magnet array is withdrawn from the tip comb, releasing the bead mass 
from the tip sheaths.  The tip comb is typically agitated up and down by a built-in 
mechanical action to ensure that all beads are dislodged from the tip comb and 
effectively suspended and mixed with the receiving solution.  This process of 
capture on a tip comb with magnets inserted, transport to a fresh plate, and 
release (and mixing) of beads in the fresh plate is carried out under control of a 
software protocol provided with the PepCa10 kit.  The device has 8 onboard 
positions for 96-well plates, one of which (8) is typically occupied by the tip comb 
(loaded at the beginning of the protocol).  The protocol is initiated by the operator 
using a front panel display and push button. 

Sample identification in the Kingfisher protocol is based on position in 
input 96-well sample plate.  Relative sample position (e.g., well B5) in the output 
96-well plate (ready for LC-TQMS injection) is the same as in the input sample 
plate. No reagents are stored on the Kingfisher platform apart from their 
presence during execution of the test protocol. 

The user selects a protocol for execution (PepCa10 is the only option on 
the device) and starts execution by front panel pushbutton once the device is 
loaded with required 96-well plates and reagents. The kingfisher control software 
used in the PepCa10 test (a 15 step program provided as Appendix 1) is stored 
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on non-volatile memory within the Kingfisher device and is not accessible to 
operator modification.  No data result is generated or communicated by the 
Kingfisher since it serves to enrich samples analyzed later in the process.  The 
operator is prompted at the start of the protocol (through the front panel) to place 
the 8 required 96-well plates containing the appropriate assay components in 
their correct numbered positions on the instrument deck at the start of the 
protocol. 

Failure of the Kingfisher instrument or software can result in failure to 
produce a test result (requiring a re-test) but it cannot produce an incorrect test 
result.  The function of the Kingfisher process is to facilitate and standardize an 
enrichment process involving capturing test antibodies on protein G coated 
magnetic beads, washing these beads carrying antibody, and finally releasing the 
analyte and internal standard peptides bound by the antibodies as an enriched 
sample ready for quantitative LC-TQMS analysis.  The test result is based on the 
ratios of the concentrations of 10 analyte peptides in a specimen digest relative 
to 10 respective added internal standard peptides.  There is no known or 
suspected physical process forming part of the PepCa10 test procedure capable 
of altering these ratios: the analyte and internal standard peptides compared with 
one another are chemically indistinguishable (differing only by 13C and/or 15N 
stable isotopes) and thus cannot be significantly fractionated by simple laboratory 
processes.  Since the ratios cannot be altered by the antibody enrichment 
process implemented on the Kingfisher, the Kingfisher process cannot alter the 
test result, except through loss of these peptides with consequent loss of signal.  
A decrease in signal through partial loss of a peptide will affect the analyte 
peptide and its corresponding internal standard peptide equally, leaving the ratio 
between them (and thus the test result) unchanged, provided both peptides are 
present at high enough levels to allow precise quantitation.  Data quality tests 
applied to the results of the SRM quantitation (peak signal-to-noise etc) provide a 
rigorous means of detecting such decreases in peptide amount potentially 
affecting a test result.  Lack of sufficient peptide to generate a sufficiently precise 
LC-TQMS measurement results in incomplete data and an automatic re-test 
within the PepCa10 procedure. 

The following table lists identified risks associated with the Kingfisher 
device and the approach taken to mitigate each risk.  The overall risk of between-
sample contamination (i.e., from well to well) is low because all transfers from 
plate to plate are executed on all 96 wells simultaneously by a rigid magnet 
array. 

1 Risk Incorrect reagent plates loaded by operator 

Effect Target peptides not captured; no test result 

Mitigation Device platform labeled to identify correct plate for each of 8 
locations 

2 Risk Plate loaded in incorrect orientation 

Effect Plate rotated 180 : wells in rows A, B, C contain no peptides  

Mitigation Device platform labeled to enforce well A1 as upper left corner 

3 Risk Incorrect instrument protocol attempted 

Effect Target peptides not captured; no test result 
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Mitigation Device loaded with a single firmware program initiated from front 
panel 

4 Risk Magnetic beads not transferred effectively 

Effect Peptides not delivered to Bead Eluent plate; no test result 

Mitigation Operator observes beads remaining in incorrect plate at end of 
process; MS fails to detect peptides (no result reported) 

5 Risk Magnetic beads left in final eluate 

Effect Potential to clog LC column 

Mitigation Visual inspection of eluates by operator to detect brown beads 

 
 

c) Nanoflow Liquid Chromatography Instrument 
A NanoLC liquid chromatography instrument, controlled by NanoGradient 

software, is used to concentrate and separate the analyte peptides by nanoflow 
liquid chromatography prior to their introduction by electrospray ionization into 
the mass spectrometer.  

(1) NanoLC device. 
A NanoLC nanoflow liquid chromatography instrument is used to deliver 

enriched peptide samples to the mass spectrometer. For the purposes of this 
filing, the NanoLC device is considered a Class I 510(k) exempt device 
(regulation 862.2260), manufactured under GMP.  Operation is serial (one 
sample processed after another) but effectively batched by virtue of sample input 
in 96-well plates.   

The rationale for using this device is based on 1) the need to concentrate 
the enriched peptides to achieve the desired detection efficiency in TQMS 
(TQMS sensitivity is concentration dependent); 2) the desirability of 
chromatographically separating the peptide analytes to provide added 
discrimination based on retention time; and 3) the superiority, compared to higher 
flowrate regimes, of nanoflow chromatography coupled with nanospray ionization 
in maximizing analyte TQMS signal.  

The nanoflow liquid chromatography instrument is comprised of a 
commercial nanoflow pump instruments with associated computer control, and 
capillary plumbing system depicted in the following diagram: 
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(2) NanoGradient Software 

Software of Unknown Pedigree: The NanoGradient software used in 
conjunction with the NanoLC device (version 1.5.4 used with device firmware 
version 1.1) is Software of Unknown Pedigree (SOUP), provided by the vendor 
for general laboratory use.  The PepCa10 NanoGradient process protocol was 
designed as part of the development of the PepCa10 test, and is executed 
through the NanoLC device software. 

Failure of the NanoLC device or NanoGradient software can result in 
failure to produce a test result (requiring a re-test) but it cannot produce an 
incorrect test result.  The function of the NanoLC device is to remove a selected 
sample from an input 96-well sample plate, subject the peptides in the sample to 
reversed-phase separation by nanoflow liquid chromatography and finally spray 
the resulting flow into the entrance of the MS instrument for quantitative LC-
TQMS analysis.  The PepCa10 test result is based on the ratios of the 
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concentrations of 10 analyte peptides in a specimen digest relative to 10 
respective added internal standard peptides.  There is no known or suspected 
physical process forming part of the PepCa10 test procedure capable of altering 
these ratios: the analyte and internal standard peptides compared with one 
another are chemically indistinguishable (differing only by 13C and/or 15N stable 
isotopes) and thus cannot be significantly fractionated by reversed phase 
chromatography.  Since the ratios cannot be altered by reversed phase 
chromatography in the NanoLC device, the LC process cannot alter the test 
result, except through loss of these peptides with consequent loss of signal.  A 
decrease in signal through partial loss of a peptide will affect the analyte peptide 
and its corresponding internal standard peptide equally, leaving the ratio between 
them (and thus the test result) unchanged, provided both peptides are present at 
high enough levels to allow precise quantitation.  Data quality tests applied to the 
results of the SRM quantitation (peak signal-to-noise etc) provide a rigorous 
means of detecting such decreases in peptide amount potentially affecting a test 
result.  Lack of sufficient peptide to generate a sufficiently precise LC-TQMS 
measurement results in incomplete data and an automatic re-test within the 
PepCa10 procedure.  

 
The following table lists identified risks associated with the NanoLC device 

and the approach taken to mitigate each risk.  
 

1 Risk Sample injection fails 

Effect No peptides detected, no result  

Mitigation Re-run sample 

2 Risk LC column clogs, interrupting flow 

Effect Instrument overpressure, alert operator 

Mitigation Suspends operation until problem resolved; re-run sample 

3 Risk Chromatography retention time drifts 

Effect One or more peptides drifts outside quantitation time window; no 
result 

Mitigation Re-run sample 

4 Risk Nanospray source fails to spray 

Effect No peptides detected, no result  

Mitigation Re-run sample 

5 Risk Solvents exhausted during run 

Effect No peptides detected, no result  

Mitigation Re-run sample 

 
 

2. TQMS Triple Quadrupole Mass Spectrometer Instrument 
A triple-quadrupole mass spectrometer serves as quantitative specific 

analyte detector for peptides in the PepCa10 test.  Whereas the instruments 
considered above are used in sample preparation, none participates directly in 
the generation of a quantitative result, and their performance is internally 
controlled by added labeled standards.  The mass spectrometer, on the other 
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hand, must be capable of distinguishing multiple analytes and standards, and 
delivering accurate relative abundance values.  An undetected erroneous peak 
area measurement could lead to an incorrect analyte/standard ratio, and a 
consequent incorrect test result.  An incorrect test result could cause a physician 
to make an incorrect treatment decision regarding the patientôs breast lesion.  For 
these reasons, the MS required for the PepCa10 test is likely to be considered a 
Class II device.   

No suitable instruments are currently produced under GMP, with 
associated hardware design process documentation and software validation 
required to be approvable as a Class II device.  Existing instruments and 
associated software programs, including those used in development of the 
PepCa10 technology, were designed for research applications.  Many of these 
applications are governed by GLP- or GMP-like regulations, since they generate 
basic data required for FDA approval of drugs, and in some cases, in vitro 
diagnostic test results in reference laboratories.  Given that there are an 
estimated 10,000 TQMS instruments currently deployed to generate accurate 
quantitation of molecular analytes, with a substantial fraction of these generating 
data used in FDA regulatory submissions, there is a strong argument that the 
technology currently functions at a level adequate to ensure reliable results.  

In all likelihood, efforts will be made by industry to design and market 
approvable MS instruments and software within the next 3 to 5 years.  In the 
interim, this submission describes an approach using a generic fictitious TQMS 
device that, together with controls and modifications intended to improve 
robustness of the PepCa10 assay, provide a workable system for delivering 
reliable clinical test results.  Retrospective validation of such a system, based on 
existing records and quality systems could provide a means to advance MS-
based diagnostic test improvements into general use. 

 
a) TQMS Device 

 
A TQMS model XYZ device manufactured by TQMS Co. is used to 

provide quantitative measurement of analyte and internal standard peptides.  The 
instrument is manufactured under an ISO 1345 quality system, but is not 
manufactured under cGMPs. Installation parameters are determined by TQMS 
Co. employees during instrument installation.  Internal process controls are 
provided by analysis of peptide measurements produced by the instrument and 
analyzed in the PepCa10 software. 

Operation is serial, since the TQMS functions as a mass-resolving 
quantitative detector monitoring the fluid stream exiting the NanoLC.  The device 
is not connected to any computer network.  No reagents are stored on the TQMS 
instrument.  The instrument, associated computer and software installation are 
dedicated to running the PepCa10 assay. 

The rationale for using this device for peptide quantitation is based on 1) 
extensive history of TQMS in precise and accurate quantitation of small 
molecules including drugs and metabolites in clinical samples; 2) the superiority 
of TQMS specificity in comparison with conventional immunoassay technologies; 
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3) the inherent robustness of TQMS with respect to multiplex measurement of 
multiple analytes without inter-assay interference; 4) the potential in TQMS to 
detect and identify potential assay interferences from other sources; and 5) the 
wide linear dynamic range (>1e4) of the detector. 

The primary approach taken to address potential risks in the use of the 
TQMS instrument involves incorporation of multiple layers of internal controls 
within the PepCa10 test.  Because of the molecular specificity of the TQMS as a 
detector, and its basis in well-understood physical and chemical principles, 
substantially more information is available through TQMS than can be obtained 
from immunoassay detectors at the point of use.  This information provides 
detailed assessment of the function of both the TQMS instrument and the 
preceding steps of sample processing.  Hence three series of QC runs are 
performed at the start of each daily batch of patient samples (see test protocol 
description below).  These runs verify: 

 

QC parameter Approach to verification 

Instrument detection linearity 
and dynamic range 

6 calibrant samples with varying amounts of each 
target peptide with constant amounts of labeled 
internal standard 

Peptide LC retention times All 10 peptide analytes tested to confirm LC 
elution in expected time window 

Mass accuracy Transitions examine expected and offset mass 
windows to verify strongest response at expected 
mass settings 

Quantitative reproducibility CVôs of peak areas from 3 replicate injections of 
10 target peptides evaluated to ensure required 
performance 

Test result on control 
samples 

Controls processed through complete test 
protocol and quantitative PepCa10 index verified 
with limits 

 
  

Primary functional specifications of the model XYZ TQMS device: 
 

Mass range 400 ï 1,600 m/z in Q1 and Q3 

Mass accuracy +/- 0.2 amu in both Q1 and Q3 

Mass calibration stability <0.1amu drift in 24hr in both Q1 and Q3 

Sensitivity in peptide 
quantitation 

Median LOQ for PepCa10 peptides p1-p10 of 100 
amol delivered via nanoLC 

Multiplex SRM capability 150 SRMôs schedulable in 10 or more time 
windows 

Quantitative reproducibility Median CV <5% for repeat injections of 100 fmol 
PepCa10 peptides 

Control of NanoLC Ability to communicate sample identification 
information and run initiation commands via 
electronic interface 
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b) TQMS software 

The current software used to control the TQMS device and to reduce the 
collected SRM data to peak areas was designed and is widely used for research 
applications. The software development processes for the TQMS software have 
not been previously submitted or reviewed by FDA.  The design methods 
employed require it to be classified as Software of Unknown Pedigree. For use in 
the PepCa10 tests, the software is modified to incorporate additional constraints 
on user operations.  

The TQMS software runs on a dedicated generic PC under the Windows 
operating system.  The PepCa10 analytical method and TQMS software are 
stored locally (on the PC) which is not connected to a network.  Quantitative test 
measurements produced by the TQMS software are output as CSV files for use 
by the PepCa10 program, also running on the PC computer attached to the 
TQMS instrument. 

A workable approach to enable use of TQMS software for the PepCa10 
test is to ówrapô the existing research-use software application with fixed 
parameters in a software package that controls user access and ensures data 
integrity.  Several facilities are available in the Windows operating system to 
implement such controls, including file and directory level ownership protection, 
access control lists and file checksums.  Program, analytical protocol and 
analytical data files are stored in secure folders protected from unauthorized 
access and verified by checksum and other verification means.  Secure 
mechanisms are used to construct a simplified and secure PepCa10 user 
interface that allows access to a very restricted set of options in the TQMS 
software.  Through this interface, a specific authorized user can carry out 
instrument calibration and tuning, access sample lists, initiate batch runs and 
observe SRM data collection.  Collection of SRM data and its processing to yield 
peak areas is carried out without user input inside the wrapper, and the results 
written out automatically as CSV data files into a secure checksum-verified 
directory. 

 
The following table lists identified risks associated with the TQMS device 

and software and the approach taken to mitigate each risk.  
 

1 Risk Mass calibration drifts 

Effect SRM transitions detect incorrect molecules 

Mitigation Daily within-run check of mass accuracy in Q1 and Q3; built-in 
interference detection and rejection 

2 Risk Incorrect SRM peak integration 

Effect Error in relative abundance of one or more peptides 

Mitigation Operator review of automatic peak integration results 

3 Risk MS sensitivity decreases 

Effect Peptides appear to be below LOQ 

Mitigation Correct instrument problem and re-run 
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3.  PepCa10 Program 

The PepCa10 program reads CSV peak areas produced by the TQMS 
software, performs QC tests and test result calculations, and outputs a printed 
report.  The program runs on the PC attached to the TQMS and is implemented 
as a Microsoft Excel spreadsheet.  The structure and format of the spreadsheet 
is locked to prevent user alterations, with only a designated input area available 
for importation of CSV peak area data.  MS Windows user authorization controls 
are employed to protect program code and results from alteration by 
unauthorized users, including operators. 

 
C. Sample/specimen type and procedures for specimen collection 

The PepCa10 test is intended for use on EDTA plasma samples obtained 
by venipuncture using the following protocol: 

¶ Patient position: Patient should be seated at least 5 minutes before the draw 
and the arm should be positioned on a slanting armrest in a straight line from 
the shoulder to the wrist. The arm should not be bent at the elbow. 

¶ Source of blood: Median, cubital, basilic, or cephalic veins (never from a port) 

¶ Tourniquet technique 

¶ Apply a tourniquet 2 inches above the antecubical fossa or above area to 
be drawn with enough pressure to provide adequate vein visibility. Have 
the patient form a fist. Select the site for venipuncture.1 

¶ Clean the forearm of the patient with antiseptic wipe in a circular motion 
beginning at the insertion site. Allow the antiseptic to dry.1 

¶ Anchor the vein by placing the thumb 2 inches below the site and pulling 
the skin taut to prevent the vein from moving. The holding finger is placed 
below the site, not above, to prevent accidentally sticking the finger with 
the needle.1 

¶ Using the dominant hand, insert either the vacutainer needle or the 
butterfly needle (if using vacutainer needle, attach hub first). Push the 
evacuated tube onto the vacutainer hub or the Luer adapter if using a 
butterfly.1 

¶ Release the tourniquet once blood flow is established. [The elapsed time 
for the tourniquet should be less than 1 minute. In the case that additional 
time is required, the tourniquet must be removed in a fashion that restores 
both the circulation and normal skin color.] 

¶ Make sure that tube additives do not touch the stopper or the end of the 
needle during venipuncture.2 

¶ Drawing blood into tubes 

¶ Pre-chill 10 mL lavender-top K2 EDTA BD Vacutainer® venous blood 
collection tubes (BD 366643, 10 mL plastic, whole blood EDTA tube with 
lavender top) on ice for at least 5 minutes.2 

¶ Aspirate and discard approximately 3 mL of blood prior to collecting the 
EDTA plasma for the study. [If EDTA tube for the study is in a later order 
of draw of multiple tubes, there is no need to collect this discard.] 
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¶ Completely fill the tubes. Carefully remove the tubes when full without 
dislodging the needle. 

¶ Inversion of EDTA tubes 

¶ Immediately after allowing the lavender-top Vacutainer® tube to 
completely fill, slowly and gently invert the tube 8-10 times 

¶ Immediately insert the tube into wet ice 

¶ Immediately place on ice 

¶ Sample processing and freezing must be completed within 90 min of 
collection 

¶ Plasma processing 

¶ Centrifugation I 

¶ Within 30 minutes of collection, centrifuge at 1500 g for 15 min in a 
refrigerated centrifuge (4 ºC). 

¶ Collection of supernatant I 

¶ Transfer plasma (using sterile disposable 10 cc pipette) to 
centrifugation tubes (BD 352196, 15 mL polypropylene Falcon tube), 
taking care to not disturb the buffy coat. 

¶ Centrifugation II 

¶ The secondary tubes are then centrifuged at 2000 g at 4º C for 15 
minutes to remove all potentially remaining cells. 

¶ Collection of supernatant II 

¶ After second centrifugation, transfer the top 2.5 ml of the supernatant 
into a 3 ml cryovial (Simport Cryovial Sim-T309-3A; sterile cryovials 
with silicone washer seal and external threads; self-standing; certified 
DNase-free, RNase-free, DNA-free and Pyrogen free; available 
through LABSCO). 

¶ Additional aliquoting and storage to be determined by each site at their 
discretion. 

¶ Storage and shipment 

¶ Biospecimens should be immediately placed on dry ice or in a -70 to -80ºC 
freezer. 

¶ Biospecimens should be stored at -70 to -80ºC before shipment to the 
biorepository.  

¶ Biospecimens should be shipped to the analysis laboratory on at least 5 
lbs of dry ice. 
  

D. Principle of operation for the PepCa10 methodology.  
 

1. Summary 
The PepCa10 test measures the concentrations of 10 tryptic peptides (2 

peptides from each of five proteins) in a digest of patient plasma.  The peptide 
analytes are captured from the digest by specific affinity reagents (anti-peptide 
antibodies) and measured by quantitative triple-quadrupole mass spectrometry in 
relation to 10 respective internal standards (stable isotope-labeled peptides of 
identical sequence) to obtain individual analyte measurements.  The 10 individual 
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measurements are combined using the proprietary PepCa10 algorithm to yield a 
single diagnostic result. 

The analytes are: 
 

P
ro

te
in

 

Common Name 

SwissProt 
Accession 
ID P

e
p

ti
d

e
 

Peptide Sequence 
Measured 

P1 Osteopontin isoform A P10451 p1 YPDAVATWLNPDPSQK 

P1 Osteopontin isoform A P10451 p2 AIPVAQDLNAPSDWDSR 

P2 Mesothelin isoform 3 Q13421 p3 EIDESLIFYK 

P2 Mesothelin isoform 3 Q13421 p4 LLGPHVEGLK 

P3 Receptor tyrosine-protein kinase 
erbB2 

P04626 p5 VLGSGAFGTVYK 

P3 Receptor tyrosine-protein kinase 
erbB2 

P04626 p6 ITDFGLAR 

P4 LPS-binding protein P18428 p7 ITLPDFTGDLR 

P4 LPS-binding protein P18428 p8 LAEGFPLPLLK 

P5 Mucin-1 (Carcinoma-associated 
mucin) isoform 8 

P15941 p9 EGTINVHDVETQFNQYK 

P5 Mucin-1 (Carcinoma-associated 
mucin) isoform 8 

P15941 p10 YVPPSSTDR 

 
 

2. Background 
The PepCa10 assay makes use of a novel workflow, including proteolytic 

digestion of plasma samples, and a structurally specific analytical detector (triple-
quadrupole mass spectrometer) to measure the amounts of multiple specific 
biomarker peptides derived from proteins in patient samples.  This approach 
provides improved assay specificity and facile multiplexing without interference 
between assays.  The rationales for these departures from conventional 
immunoassay practice are outlined below. 

 
a) Structural variation in protein analytes 

Proteins in plasma occur in a variety of different structural forms, due to 
covalent chemical modification (glycosylation, phosphorylation, proteolytic 
cleavage, etc.) and non-covalent shape changes (denaturation/misfolding,  
associations with other proteins, etc.)  In many cases these forms have different 
clinical significance.  An ideal protein assay would accurately report individual 
concentrations of one or more of these precise structural forms.  Unfortunately 
the full complexity of these variations is not comprehensively measurable by 
present methods, and as a result it may be unclear which forms of a protein 
analyte are measured by a specific antibody pair (in the case of sandwich ELISA 
assays), or what the effect of protein unfolding or complexation will be on assay 
result.  These uncertainties give rise to imperfect convertibility between assays 
for the same protein, and to assay interferences (recognized and unrecognized).   
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b) Structural specificity in an analytical detector: mass spectrometry 
Specificity and accuracy of protein assays would be improved if methods 

were available for complete structural characterization of the analyte.  While this 
goal is beyond the reach of current mass spectrometry (and other) technologies 
in the context of large proteins, it is achievable for short (8-20 amino acid) 
peptides through the use of a triple-quadrupole mass spectrometer (TQMS).   

The TQMS is used in ñselected reaction monitoringò (SRM) mode, in which 
the peptides emerging from the nanoflow LC are introduced into the TQMS using 
an ionizing nanospray interface.  Within the TQMS, the peptide ions generated in 
the spray interface óflyô through a first mass analyzer (MS1) set to pass the parent 
molecule (the intact peptide analyte), rejecting components of other mass-to-
charge ratios (m/z).  The analyte then passes into a collision chamber where it is 
fragmented by controlled collisions with gas atoms (ñcollisionally-induced 
dissociationò, or CID).  The resulting peptide fragments are passed to a second 
mass analyzer (MS2) set to pass a known specific fragment, which then enters a 
quantitative detector capable of counting the arriving fragment molecules.  Each 
of these mass filters has a resolution allowing it to reject ions more than +/-0.5 
atomic mass units (amu) different from the programmed setting.  This two-stage 
selection of parent and fragment ions (selected reaction monitoring: SRM) 
affords great specificity, with the result that the detected signal traces a peak in 
the chromatogram at the expected LC retention time corresponding to the 
selected analyte.  Integrating this peak gives a measure of the relative quantity of 
the analyte. 

 

 
 
Virtually any alteration in the chemical nature of the peptide involves a 

change in mass of 1 amu or more, with the exception of structural 
rearrangements of the same set of atoms (e.g., changes in the order of 
constituent amino acids) or substitutions with identical mass (e.g., a change of 
isoleucine for leucine).  By examining a series of large and small fragments of the 
peptide, sufficient additional sequence information is obtained to achieve 
reasonable certainty, in the context of the known human genome sequence, that 
the peptide has the structure expected of the desired analyte.  This structural 
specificity in an analytical detector provides a major advance in clinical assay 
specificity.  

Because tryptic peptides always contain a positively-charged amino acid 
(lysine or arginine) at their c-termini (reflecting the specificity of trypsin to cleave 
after these amino acids) in addition to the +1 positive charge of the n-terminal 
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amino group, tryptic peptides typically fly as ions of +2 charge (or +3 etc if they 
contain additional positive amino acids such as histamine).   Because quadrupole 
mass filters actual select ions based on mass divided by charge (m/z), the setting 
of the MS1 filter for a tryptic peptide is typically the mass of the peptide plus 2 
protons (giving +2 charge) divided by 2.   

In practical use, particularly for multiplexed analyses such as the PepCa10 
test, many SRM measurements can be carried out in a single analytical run.  This 
is achieved by cycling through a series of SRMôs repeatedly, i.e., by measuring 
first using a pair of SRM parameters (MS1, MS2; called a ñtransitionò) 
corresponding to the parent and fragment m/z values for a first peptide, followed 
by a switch to the SRM parameters for a second peptide, and so on through the 
complete list of peptides to be measured.  As discussed below, it is desirable to 
measure multiple different SRMôs for the same peptide (generally with the same 
parent MS1 setting, and different MS2 settings corresponding to different y-ion 
fragments) to confirm detection specificity.  This is practical because the TQMS 
instrument can switch between SRM settings very rapidly (5 milliseconds) and 
can deliver adequate signal intensity measurements in 10 msec.  Thus the set of 
150 SRMôs specified in the PepCa10 test are measured in ~2.3 sec, providing a 
minimum number of points across a ~15sec wide peptide peak to deliver reliable 
peak area measurements for all SRMôs.  Recent advances in TQMS control 
software allow SRMôs to be scheduled, such that the transition is only measured 
during a time window in which the respective peptide peak is expected to be 
delivered by the LC.  This approach radically decreases the number of SRMôs 
observed at any one time in the PepCa10 test to a maximum of 45 (allowing 
measurement of each SRM every 0.7 sec, or 20 points across the peak), since 
the 10 peptides to be observed are spread over ~8 minutes of chromatographic 
elution and have peak widths of ~15 sec.   

SRM measurement of peptides in a TQMS instrument is particularly 
informative with respect to analyte structure (and hence identity) because of the 
specific mechanisms by which peptide fragmentation occurs in CID.   In general, 
most fragmentation occurs by breakage of a bond in the peptide backbone, 
generating two fragments: one containing the amino acids n-terminal to the break 
and one containing the c-terminal amino acids.  In a peptide backbone, there are 
three possible bonds that can break and the resulting fragments are labeled 
according to a standard scheme (as shown below).  In practice most breaks 
occur at the C-N peptide bond, yielding b-ion (amino acids n-terminal of the 
break) and y-ion (amino acids c-terminal to the break) fragments.  The y-ions are 
most frequently used in SRM.   
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A synthetic stable-isotope labeled internal standard peptide that is labeled 

by inclusion of a single labeled c-terminal amino acid (i.e., a labeled lysine or 
arginine) produces y-ions that each contain the labeled amino acid and thus 
show the same mass increment with respect to the analyte as the parent peptide.  
This feature provides a useful simplification in production of the labeled 
standards and in calculating the mass of the labeled internal standard peptide 
and its fragments, while ensuring that both MS1 and MS2 settings differ between 
analyte and standard (allowing unambiguous separate detection).  Fragments of 
an internal standard labeled uniformly (e.g., by U13C) will retain only part of the 
parentôs mass increment relative to the unlabeled analyte, requiring calculation of 
mass increments from the elemental composition of each fragment. 

The complete y-ion (or b-ion) series provides an almost completely 
unambiguous readout of the amino acid sequence of the peptide.  The following 
figure shows the structures of the series of y-ions resulting from fragmentation of 
the peptide TATSEYQTFFNPR (from human prothrombin), labeled from y13 (the 
complete, unfragmented peptide) to y1 (the c-terminal arginine).  
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Given the accurately known masses of the amino acids, the masses of all 

these fragments can be computed exactly: 
 

 
 



 34 

Using these masses, the various fragments can be identified with high 
confidence.  When all fragments are recorded, by performing full scans of the 
fragments using a TQMS mode different from SRM, most observed fragment 
masses can be accounted for as y- or b-ions derived from the expected peptide 
sequence.  The restricted nature of the fragment pattern and the high resolution 
of two-stage SRM detection provide great specificity for peptide detection.   

 

 
 
 
In the example, intense y-ion fragments at m/z 533.28, 781.40, 1072.52, 

1201.56, and 1288.59 (i.e., y4, y6, y8, y9, and y10 ions) could be monitored as 
SRM fragments of a peptide with intact mass 1561.7 (m/z 781.4 with charge +2).  
Their joint occurrence strongly support presence of a peptide having a sequence 
of (TAT)SE(YQ)(TF)(FNPR), where the amino acids in parenthesis could in 
principle be in any order.  However the expected arrangement can be tested 
against all protein sequences in the human proteome (translated expressed 
genome) and found to be the only alternative that actually occurs. 

An additional advantage of mass spectrometry as a detector for peptide 
measurement is the precision and wide linear dynamic range (~1e4) available in 
quantitative applications.  Triple-quadrupole mass spectrometers have been in 
routine use for many years providing accurate quantitation of small molecule 
analytes, and their quantitative accuracy is very well established.  Recently a 
significant body of published research has demonstrated that the desirable 
features of TQMS quantitation can be extended from small molecules to short 
peptides, providing the basis of the methodology used in the PepCa10 test. 
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c) Unique signature peptides for each protein analyte 

Key to the exploitation of this approach for protein measurement is the 
ability to identify peptide sequences unique to a desired analyte protein in the 
human proteome (so-called ñproteotypicò peptides), coupled with the ability to 
release and recover these peptides from the analyte protein at high efficiency.  
As indicated below, proteotypic peptides exist for most human proteins (i.e., 
peptides not found in any other human protein), and these peptides can be 
efficiently released by digestion of the analyte protein with a proteolytic enzyme 
such as trypsin.  Proteotypic peptides can be found by testing the predicted 
tryptic peptides against the human genome, using e.g., BLASTP, and finding only 
a single occurrence.  As noted, essentially all human proteins contain proteotypic 
peptides. 

Under conditions where trypsin releases the peptide completely (complete 
digestion), the molar amount of the peptide released is equal to the molar 
amount of the protein from which it was derived times the number of copies of 
the peptide in the protein sequence (typically 1 copy, with exceptions 
recognizable from the protein primary sequence).  This equivalence, subject to 
quantitative release and recovery, provides a quantitative peptide surrogate for 
measurement of the protein.  In practical use, it has proven to be more 
appropriate to focus on the directly observed peptide (the real analyte) rather 
than inferences with respect to the protein parent molecule. 

 
d) Proteolytic digestion as a pre-analytical step  

Digestion of the proteins in a patient sample to peptides results in a 
substantial stabilization of the sample.  The activity of plasma enzymes 
(themselves proteins) is abolished, reducing the probability of post-collection 
chemical changes.  Protein denaturation, unfolding, and complexation with other 
biomolecules (major sources of immunoassay interference) are features of intact 
proteins, and are eliminated once the proteins are digested to short tryptic 
peptides.  In the context of the PepCa10 assay, proteolytic digestion is carried 
out under controlled conditions in the assay workflow, monitored by specific QC 
indices, and begins with a patient EDTA plasma sample.  In this approach, 
endogenous post-collection proteolysis (such as occurs spontaneously in serum 
samples allowed to clot) is intentionally avoided, providing a critical distinction 
between the PepCa10 workflow and previous tests involving analysis of peptide 
fragments in serum resulting from autolysis. 

 
e) Standardization of proteolytic sample digestion using a labeled 

recombinant concatamer protein  
To obtain reproducible results from quantitative measurement of peptides 

liberated from plasma proteins by proteolytic digestion, the digestion process 
must be reproducible.  In the ideal case digestion would be complete 
(quantitative stoichiometric yield of the relevant peptides from the proteins 
containing them).  Since the result of the PepCa10 test depends on relative 
amounts of 10 peptide analytes in the digested sample, absolute peptide or 
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protein quantitation is of secondary interest in comparison with accurate relative 
quantitation among the peptide analytes.  Uncompensated differences in relative 
peptide yield in digestion could lead to error. 

It is known that trypsin cleaves with slightly different relative efficiencies 
depending on the specific amino acids present at positions n-terminal and c-
terminal to the lysine or arginine residue after which the enzyme cleaves the 
polypeptide chain.  Therefore the occurrence of a lysine or arginine residue in 
different sequence contexts can result in different cleavage rates, as shown in 
the following figures.  For example, if a proline residue follows either Lys or arg, 
the cleavage efficiency is drastically reduced (which is why peptides containing a 
KP or RP dipeptide at either end are not selected for use in the PepCa10 assay).  

 
 

 

 
 
 

 
 
Ideally an internal standard capable of mimicking the tryptic cleavage 

rates at the n-terminus and c-terminus of the target tryptic peptides in the sample 
proteins would provide the best standardization.  The C-SIS1 labeled concatamer 
protein contained in the PepCa10 kit digest plate provides such a standard.  The 
sequence of C-SIS1 includes each of the 10 target peptide sequences as well as 

Commented [A95]: How do you determine that these do not 

happen? 




